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Abstract: In studies of in vivo extracellular recording, we usually penetrate 
electrodes almost blindly into the neural tissue, in order to detect the neural 
activity from an expected target location at a certain depth. After the 
recording, it is necessary for us to determine the position of the electrodes 
precisely. Generally, to identify the position of the electrode, one method is 
to examine the postmortem tissue sample at micron resolution. The other 
method is using MRJ and it does not have enough resolution to resolve the 
neural structures. To solve such problems, we propose swept source optical 
coherence tomography (SS-OCT) as a tool to visualize the cross-sectional 
image of the neural target structure along with the penetrating electrode. We 
focused on a rodent olfactory bulb (OB) as the target. We succeeded in 
imaging both the OB layer structure and the penetrating electrode, 
simultaneously. The method has the advantage of detecting the electrode 
shape and the position in real time, in vivo. These results indicate the 
possibility of using SS-OCT as a powerful tool for guiding the electrode 
into the target tissue precisely in real time and localizing the electrode tip 
during electrophysiological recordings. 
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1. Introduction 

Recording neural activity and stimulation of specific neural elements such as neurons with 
microelectrodes are major methods for investigating neural systems in electrophysiology 
[1,2]. Generally, in such studies, the penetration of the electrodes has been performed rather 
blindly to reach an expected specific location by using the stereotactic coordinates as the 
reference coordinates [2,3]. It is necessary for us to use either MRI or to examine the 
postmortem tissue sample [4,5] in order to determine the precise position of the electrode at 
the specific target. However, MRI does not support a few micrometer level of spatial 
resolution in localizing the electrode. In the case of postmortem tissue slicing, it is difficult to 
confirm the location of the electrode, in vivo. 

As a complementary technique, we employed optical coherence tomography (OCT) [6- 
12]. Practically, we introduced a swept source optical coherence tomography (SS-OCT) 
[13,14] as a tool for localization of the electrode to the neural tissue, in vivo. In general, OCT 
has the advantage of imaging at micrometer spatial resolutions in both lateral and depth 
directions, a high temporal resolution of a few microseconds for single A-scan, and an 
imaging depth up to a few millimeters. Further, SS-OCT is robust to motion as SS-OCT uses 
a high-speed point detector. In our previous study that focused on a rat olfactory bulb (OB) as 
a biological target tissue, we succeeded in visualizing OB neural layer structures in vivo by 
using SS-OCT as shown in Fig. 1. In that study, we confirmed that the layer structures of OB 
correspond to distinctive important anatomical neural layers by using electrocoagulation [15]. 

In this study, we propose SS-OCT as a tool for real time monitoring of electrode 
penetration and localization of the electrode to the specific target neural layer, in vivo. MCL 
has been regarded as one of the important regions for understanding OB mechanism. MCL 
has been studied by electrophysiological methods with electrode. Therefore, in this study, we 
chose MCL (mitral cell body layer) as our specific target layer [1,2,16,17]. 
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Fig. 1. Neural layer structure of OB imaged by using SS-OCT. OB consists of distinctive 
different layers, namely: glomerulous layer (GL), external plexiform layer (EPL), mitral cell 
body layer (MCL) and granule cell layer (GCL). Here, we choose MCL as our specific target 
layer that is known to contain mainly cell bodies from which extracellular recordings are 
usually done. The arrows on the left corner indicate the anterior-posterior and dorsal-ventral 
parts of the rat. A, anterior; P, posterior; D, dorsal; V, ventral. Scale bar, 1 00 urn. 



2. Experimental details 

2.1. Experimental system 

We introduced a custom made SS-OCT system (Santec corporation, Aichi, Japan) that uses a 
swept laser source (Santec, HSL-2000) having a center wavelength 1334 nm with a full width 
half maximum (FWHM) 117 nm and providing an average output power of 18.1 mW. The 
imaging depth in air was 2.9 mm at least. The theoretical values for depth and lateral 
resolutions are 6.7 um and 15.4 um, respectively. The signal noise ratio was 66.6 dB with 
using mirror. Scanning speed of the swept source laser was 20 kHz. The details of the 
interferometer system were described in our previous study [15]. 

The probe part consisted of two components. One was the optical probe unit of the SS- 
OCT system mounted on an independent universal stand (Olympus, SZ2-STU2) with a 
focusing unit (Olympus, BXFM-F), and the other was the electrode penetration probe unit. 



Electrode 




Surface 
(OB) 

MCL 



Fig. 2. (a) A schematic view of the olfactory bulb (OB) with an electrode penetration and the 
OCT probe unit. The arrows on the left corner indicate the anterior-posterior and dorsal-ventral 
parts of the rat. A, anterior; P, posterior; D, dorsal; V, ventral, (b) A schematic of the magnified 
view of the electrode into mitral cell body layer (MCL) of OB. The angle between the optical 
axis and the electrode was set to be approximately 45 degree, (c) An optical micrograph of the 
optical probe unit of SS-OCT and the electrode probe unit, (d) An optical micrograph of the 
electrode with the external insulator seen as white and the exposed tungsten electrode seen 
rather as gray with the scale bar corresponding to 50 um. 
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The latter unit was mounted on an X-Y micrometer stage (Chuo-Seiki, LD-131-S1), along 
with a stereotactic frame for fixing the animal. The whole arrangement enabled us to adjust 
the relative position of the probe units independently. Further, as the rat and the electrode 
probe unit were moved by X-Y micrometer stage, it was possible to keep the relative spatial 
position. By using the rotatable focusing unit attached to the stand, it was possible for us to 
adjust the plane of the OCT image to the plane of the electrode penetration. 

The surface of OB was perpendicularly illuminated by the sample beam of the OCT 
system. The electrode was penetrated at an angle of 45 degree to the optical axis of the sample 
beam (Figs. 2(a)-2(c)). The electrode was the same as that used in our previous 
electrocoagulation studies [15]. The tungsten electrode was covered with an insulator seen as 
the white region in Fig. 2(d) having a diameter of around 130 |im. The tungsten electrode had 
a tapered structure, and it was exposed by stripping off the insulator. The exposed region had 
a length of 280 um from the tip. The diameter of the tungsten electrode at the boundary 
between the outer insulator and the stripped electrode was 60 urn while the tip had a diameter 
of lOum (Fig. 2(d)). The electrode was translated by using a stepping motor microdrive 
(Narishige, PC5N). The plane of electrode penetration was adjusted to be the same as the 
cross sectional plane of the OCT imaging. 

2.2. Animal preparation details 

The animal details were almost the same as our previous work [15]. A Sprague-Dawley rat 
(SLC Japan, 8weeks, 287g) was anesthetized with medetomidine hydrochloride (Orion, 
Domitor, 0.05ml/100g i.m.) and ketamine hydrochloride (Daiichi-Sankyo, Ketalar, 
0.15ml/100g i.p.). The body temperature was maintained at 36.5 degrees Celsius with a 
temperature controlled heat blanket (Nihon Kohden, ATB-1100). The heartbeat was 
continuously monitored during experiment by a heart rate counter equipped with a bioelectric 
amplifier (Nihon Kohden, AT-601G and AB-621G). The rat was mounted on a stereotactic 
frame with an ear -bar set. Only the dorsal right OB region was exposed after removing the 
skull with a dental drill and covered with mineral oil. During the experiments, we kept the 
heart rate of the animal to be around 260 beats/min. The experimental protocol was approved 
by the Animal Experiments Committee of RIKEN that follows the guideline of the National 
Institute of Health. 

3. Result and discussion 

3.1. Monitoring of electrode penetration to the neural layer structure 

Figure 3 shows raw OCT B-scan images obtained at different times during the penetration. 
We identified the electrode penetration process in real time. Due to the electrode being metal 
that has a strong OCT reflectivity, the electrode invariably casts a shadow underneath 
obstructing the view of the entire imaging depth. We also identified the blood vessel structure 
and the shadow cast below as in our previous study (refer to Fig. 4(c) of [15]). The penetration 
process of the electrode into OB reaching up to the target location of MCL was seen. The 
penetration process was presented in the attached movie of raw images. The movie was made 
in mpeg format at twice the speed of 30 frames per second (fps) from the original frame rate 
of 15 fps. The limitation on the original frame rate came from both the hardware and the 
software limitations such as the scanning speed, FFT conversion, processing of monitoring 
output in real time and data transfer from onboard memory of A/D converter to the computer's 
main memory. The data copy from the main memory to the hard disk was performed 
simultaneously by using another thread loop. In addition, in the raw image as well as in the 
movie, we saw granular structures corresponding to the speckles appearing as a result of 
multiple scattering within the probing coherence volume and thus decreasing the image 
quality. 

In order to reduce speckles, Fig. 4 shows 5-frame averaged OCT B-scan images obtained 
at different times during the penetration. The original data set was exactly same as shown in 
Fig. 3. Frame averaging clearly reduced the speckle noise. Here, we used linear scale for the 
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calculation of averaging and then converted to logarithmic scale for display purposes to have 
enough dynamic range. 




(a) (b) 




(c) (d) 

Fig. 3. Raw OCT B-scan images obtained during the electrode penetration process at different 
times (a) t = 0, (b) t = 7, (c) t = 10.5, and (d) t = 14 sec. The penetration process was monitored 
and finally reaching the target location of MCL. We saw granular structure corresponding to 
speckles appearing as a result of multiple scattering within the probing coherence volume. The 
arrows on the left corner indicate the anterior-posterior and dorsal-ventral parts of the rat. A, 
anterior; P, posterior; D, dorsal; V, ventral. Scale bar, 1 00 um. Refer to the movie (Media 1 ) of 
raw images. 




(a) (b) 




(c) (d) 

Fig. 4. Five-frame averaged OCT B-scan images obtained during the electrode penetration 
process at different times (a) t = 0 sec; (b) t = 7 sec; (c) t = 10.5 sec; (d) t = 14 sec. The 
penetration process was clearly seen and finally reaching the target location of MCL. The 
arrows on the left comer indicate the anterior-posterior and dorsal-ventral parts of the rat. A, 
anterior; P, posterior; D, dorsal; V, ventral. Scale bar, 1 00 um. Refer to the movie (Media 2) of 
five-frame averaged images. 

3.2 Localization of the electrode to the neural layer structure 

When the electrode reached the target layer of MCL, the penetration was stopped, we took 
50,000 B-scan images of OCT images. The B-scan images were corrected for any 
misalignment due to the movement of the brain through the process of cross-correlation. After 
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that, all frames were averaged. Further, in order to reduce the artifacts of vertical shadow in 
the axial direction due to the vessels in the OCT images, we performed normalization of each 
vertical line by using the standard deviation of each A-scan OCT signal. The normalization 
process made the identification and the localization of the electrode easier and clearer. We 
succeeded in localizing the electrode at the MCL neural layer structure of OB in vivo in Fig. 
5(a). Figure 5(b) was shown for clarity as an inverted intensity map of Fig. 5(a). As the tip 
diameter was almost close to the resolution limits of the SS-OCT system, the OCT signal was 
weak. It was necessary to increase the number of averaging of OCT images to improve the 
contrast of the image in identifying both the tip and the target location as shown in Fig. 5. 




(a) (b) 



Fig. 5. (a) Averaged OCT B-scan image of OB with the stationary electrode being positioned at 
the target location MCL of OB. (b) Averaged OCT image same as (a) with inverted dynamic 
range to have a clear visualization of the target layer in relation to the electrode. Part below the 
electrode in the OCT signal was not detectable because the electrode practically reflected the 
sample beam. The arrows on the left comer indicate the anterior-posterior and dorsal-ventral 
parts of the rat. A, anterior; P, posterior; D, dorsal; V, ventral. Scale bar, 1 00 um. 

4. Summary 

So far, the penetration of the electrodes has usually been performed rather blindly to the 
specific location by using the stereotactic coordinates, and it was necessary to inspect the 
postmortem slices for confirmation of the electrode after recording. To solve this problem, we 
showed that SS-OCT works as a tool to visualize and localize the electrode at the specific 
location of neural layer structure of OB under real time. We also showed that our proposed 
real time visualization of electrode by SS-OCT eliminates the necessity for confirmation 
through postmortem slice investigations. 

In the current system, real time frame rate was limited by the signal processing, for 
instance FFT calculation. However, with the availability of the latest high-end hardware 
processing tools such as graphics processing unit (GPU), digital-signal-processing (DSP) and 
field programmable gate array (FPGA) [18,19], we expect processing speed to increase 
dramatically. 

We believe, our approach is not only restricted to electrode penetration studies in vivo but 
also to microinjection experiments in neural layer structure where we inject small amount of 
foreign materials into the target location such as in anatomical tracing and local virus 
expression [20]. With the current system, there exists another possibility of using the system 
as a position-tracking tool for endoscopes (also OCT endoscopes). We also hope that a 
combination tool of SS-OCT with the conventional ones such as MRJ, CT or cerebral 
ventriculography [21] may help in contributing to the study of brain diseases such as 
Parkinson's disease. 
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